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Please note!

Changed handling of Urine Monovette® Boric Acid

Due to a temporary change in the consistency of the boric acid,  
Urine Monovette® with boric acid requires modified handling.  
Urine Monovette®  must be inverted ten times until the preparation 
has completely dissolved.
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For further information, 
please refer to the  
instructions for use (IFU) 
on the homepage:


