
S-Monovette® Citrate 
Important Information for Use
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Important: Mix well!

Barcode Labelling

richtig falschcorrect wrongTo avoid incorrect measurements and non-processing of 
samples due to underfilling, an exact filling volume and 
therewith correct mixing ratio (1:10) is absolutely 
necessary. 
These errors can be avoided if the S-Monovette® Citrate is 
pulled up to the stop. Then wait approx. 5 seconds until 
the blood flow visibly stops.

3x

Connection

correct
wrong✗

✓

Always keep the S-Monovette® 
upright for connection  
with a Safety-Needle or  
Safety-Multifly®. 

Knack

Invert the blood 
sample at least  
3 times 
immediately  
after collection!

Blood collection of the S-Monovette® Citrate 
with Safety-Multifly®-Needles

When using a Safety-Multifly® set, the 
S-Monovette® Citrate should never be 
used as the first tube, as the air in the 
hose (20 cm length = 300 µl) would 
result in underfilling. 

If only one S-Monovette® Citrate  
is used, always use another  
S-Monovette® (e.g. Serum) in front 
of it to fill the Safety-Multifly® tubing!
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