
S-Monovette® Serum 10 min. 2,000 x g 20°C

S-Monovette® Serum-Gel* 10 min. 2,500 x g 20°C

S-Monovette® Li-Heparin 10 min. 2,000 x g 20°C

S-Monovette® Li-Heparin-Gel* 10 min. 3,000 x g 20°C

or 15 min. 2,500 x g 20°C

S-Monovette® EDTA-Gel* 10 min. 2,500 x g 20°C

S-Monovette® Citrate 10 min. 1,800 x g 20°C

Refer to the nomogram on the back or the centrifugation calculator at
www.sarstedt.com/User Information/Centrifugation for conversion

of g-force into rotational speed/min.

*For S-Monovettes with gel preparation we recommend to use swing-out rotors only.

S-Monovette®

Recommendations on Centrifugation



42
7a

-5
00

-0
61

0-
04

13
 

Th
is

 d
oc

um
en

t m
ay

 c
on

ta
in

 in
fo

rm
at

io
n 

on
 p

ro
du

ct
s 

th
at

 m
ay

 n
ot

 b
e 

av
ai

la
bl

e 
in

 p
ar

tic
ul

ar
 c

ou
nt

rie
s 

 
Te

ch
ni

ca
l m

od
ifi

ca
tio

ns
 re

se
rv

ed

S-Monovette®

Nomogram for conversion of g-force into rotational speed/min

r n

r = centrifugation radius in cm
  (holders in centrifugation position)

n = rotational speed per minute (min-1)

RCF = relative centrifugal force
 =̂ g-force
  (g = 9.81 m/s2 gravity acceleration)

Example:

  Centrifugation radius r = 16 cm
  Rotational speed n = 4,000 min-1

  = RCF  2,860 x g

This nomogram is based on the following formula:

g = 0.00001118 x r x n2

  or
g = 11.18 x r x (           )2

SARSTEDT AG & Co.
P.O. Box 12 20
D-51582 Nümbrecht
Phone +49 2293 3050
Fax     +49 2293 305- 122
info@sarstedt.com
www.sarstedt.com

RCF

n
1,000


